Efficacy of the Head Up collar in facilitating functional head movements in patients with Amyotrophic Lateral Sclerosis by Pancani, S. et al.
This is a repository copy of Efficacy of the Head Up collar in facilitating functional head 
movements in patients with Amyotrophic Lateral Sclerosis.
White Rose Research Online URL for this paper:
http://eprints.whiterose.ac.uk/133421/
Version: Published Version
Article:
Pancani, S., Tindale, W., Shaw, P.J. et al. (2 more authors) (2018) Efficacy of the Head Up 
collar in facilitating functional head movements in patients with Amyotrophic Lateral 
Sclerosis. Clinical Biomechanics, 57. pp. 114-120. 
https://doi.org/10.1016/j.clinbiomech.2018.06.016
eprints@whiterose.ac.uk
https://eprints.whiterose.ac.uk/
Reuse 
This article is distributed under the terms of the Creative Commons Attribution (CC BY) licence. This licence 
allows you to distribute, remix, tweak, and build upon the work, even commercially, as long as you credit the 
authors for the original work. More information and the full terms of the licence here: 
https://creativecommons.org/licenses/ 
Takedown 
If you consider content in White Rose Research Online to be in breach of UK law, please notify us by 
emailing eprints@whiterose.ac.uk including the URL of the record and the reason for the withdrawal request. 
Contents lists available at ScienceDirect
Clinical Biomechanics
journal homepage: www.elsevier.com/locate/clinbiomech
Eﬃcacy of the Head Up collar in facilitating functional head movements in
patients with Amyotrophic Lateral Sclerosis
Silvia Pancania,b,1, Wendy Tindaleb,c,d, Pamela J. Shawe, Claudia Mazzàa,b,
⁎,1,
Christopher J. McDermottc,e,1
a Department of Mechanical Engineering, University of Sheﬃeld, Sheﬃeld, UK
b INSIGNEO Institute for in silico Medicine, University of Sheﬃeld, Sheﬃeld, UK
cNIHR Devices for Dignity MedTech Healthcare Technology Co-operative, Sheﬃeld Teaching Hospitals NHS Foundation Trust, Royal Hallamshire Hospital, Sheﬃeld, UK
d Sheﬃeld Teaching Hospitals NHS Foundation Trust, Sheﬃeld, UK
e Sheﬃeld Institute for Translational Neuroscience, University of Sheﬃeld, Sheﬃeld, UK
A R T I C L E I N F O
Keywords:
Amyotrophic Lateral Sclerosis
Motor Neurone Disease
Inertial magneto units
Neck muscle weakness
Cervical orthosis
A B S T R A C T
Background: The Head Up collar is a cervical orthosis designed to be adaptable to a patient's needs using ad-
justable removable supports. The aim of this study was to characterise the ability of this orthosis to provide head
support and facilitate the control of head movements in people living with Amyotrophic Lateral Sclerosis.
Methods: Thirteen patients (6 females, age range: 45–74 years old, Amyotrophic Lateral Sclerosis Functional
Rating Scale range: 13–44) with neck muscle weakness due to Amyotrophic Lateral Sclerosis were enrolled in the
study. An additional inclusion criterion was the presence of enough residual muscle strength to enable the
performance of the test procedure. Participants were asked to perform a series of head movements with and
without wearing the collar. Two parameters (mean angular velocity and ratio of movement coupling) were
extracted from recorded angular velocities, to quantify changes in the execution of the movement between the
two conditions.
Findings: Participants exhibited diﬀerent levels of impairment in performing diﬀerent movements. When
wearing the collar self-selected movement velocity was preserved and signiﬁcant improvement in the control of
lateral ﬂexion movement was observed (median ratio of movement coupling value reduced from 1.1 to 0.84,
P=0.013). A lower ratio of movement coupling was also observed in 4 out of 7 individuals that were ﬁtted with
anterior supports.
Interpretation: The heterogeneity observed in the level of impairment and residual function highlights the need
for personalized interventions. The Head Up was eﬀective in enabling more controlled movements and main-
taining the natural velocity of head movement.
1. Introduction
Amyotrophic Lateral Sclerosis (ALS)/motor neuron disease (MND)
is a neurodegenerative disease that aﬀects upper and lower motor
neurons leading to progressive muscular atrophy and eventually death
(Hobson and McDermott, 2016). As with other neuromuscular pathol-
ogies (Gourie-Devi et al., 2003), presentations of ALS may include neck
muscle weakness and head drop (Martin et al., 2011). Head drop ex-
acerbates problems with swallowing, communicating and breathing,
causing signiﬁcant diﬃculties in performing activities of daily living
and is negatively associated with survival time (Nakamura et al., 2013).
Using a quantitative biomechanical approach, neck movements in
ALS patients are characterized by a lower velocity, are less smooth and
present an increased amount of so called “coupled movements”, com-
pared to age-matched healthy subjects (Pancani et al., 2017). The latter
are undesired out of plane movements that are associated with the in-
tended primary movement. Due to the morphology of the cervical
spine, even in healthy individuals, when a gross rotation is performed, a
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small coupled lateral ﬂexion to the same side occurs. Similarly, when
lateral ﬂexion is the primary movement performed, a small coupled
ipsilateral rotation is observed (Panjabi et al., 1992). However, this
mechanism is physiological and does not impede the intended move-
ment. On the contrary, in the speciﬁc case of a weak neck in ALS, pure
lateral-ﬂexion is associated with a signiﬁcant unwanted coupled out of
plane axial rotation, which makes the intended movement more diﬃ-
cult (Pancani et al., 2017).
Patients living with Amyotrophic Lateral Sclerosis (plwALS) that
experience neck muscle weakness are advised to wear a cervical or-
thosis to improve their posture, their ability to perform daily activities
and ease discomfort. However, most commonly adopted cervical or-
thoses often provide inadequate support or are uncomfortable and are
frequently rejected by the patients (Reed et al., 2015). The main lim-
itation of those orthoses is that they have not been designed for the
speciﬁc needs of plwALS (Reed et al., 2015). The Head Up collar
(previously known as the Sheﬃeld Support Snood) is a cervical orthosis
which was designed in collaboration with plwALS to meet the needs of
those with ALS who are aﬀected by neck muscle weakness. The orthosis
consists of a snood-like base, made of stretchable fabric. Onto the snood
base a range of polypropylene supports can be attached through a
Velcro hook and loop mechanism. The supports can be placed in any
position to adapt the support oﬀered, according to the task performed
and the plwALS's level of functional limitation (Fig. 1) (Baxter et al.,
2016). Furthermore, by varying the number and type of supports ap-
plied, the level of support oﬀered during the progression of the disease
can be changed.
Previous assessments on healthy individuals quantiﬁed objectively
the restriction of movement and support the Head Up collar can pro-
vide. Of particular note was the ability to enable selected targeted head
movements without limiting others (Pancani et al., 2016). Additionally,
the mechanical support oﬀered by the Head Up collar was comparable
to that of more rigid and/or bulkier orthoses traditionally used by
plwALS (Pancani et al., 2016). The acceptability of the Head Up has
been evaluated, with plwALS reporting a number of beneﬁts including
the ability to provide support while allowing a satisfactory range of
motion, ﬂexibility of use, the appearance and the comfort oﬀered
(Baxter et al., 2016). However, the eﬀectiveness of the Head Up collar
in improving the amount and quality of the head movements in ALS
patients has not yet been investigated quantitatively.
The aim of this study was to observe head movements in plwALS
and to perform a quantitative evaluation of the eﬀects of the Head Up.
In particular, this study aimed to establish if the Head Up collar fa-
cilitated more controlled and less coupled movements of the head,
without limiting the natural velocity at which movements are per-
formed. As a direct investigation of the motion of the cervical spine
could not be performed, movements of the neck were investigated
through the assessment of the movements of the head with respect to
the trunk.
2. Methods
2.1. Participants
Participants gave informed written consent prior to the participa-
tion in the study, which was approved by the local ethics committee
(REC number STH18733). Recruitment was carried out for 18months
among plwALS attending the Sheﬃeld ALS clinic Inclusion criteria
were: deﬁnite diagnosis of ALS (modiﬁed El Escorial criteria (Brooks,
1994)) and neck muscle weakness as assessed by a physician (any neck
muscle scoring less than MRC score 5, as assessed at the time of their
ﬁrst referral). Additional inclusion criteria were: ability to understand
instructions and to perform the testing procedures. Individuals that
were not able to raise their head from their chest in a sitting position
were excluded from the study, as well as individuals for which a sui-
table size of the Head Up collar was not available (very small or large
neck sizes). Thirteen plwALS were recruited and baseline character-
istics are provided in Table 1. The same specialist nurse rated the
Fig. 1. The Head Up collar. a) From left to right: stretchable fabric snood, frontal Z-shape supports to be placed under the jaw, frontal A-shape support to be placed
under the chin, straight support to be placed on the back of the neck, lateral support to be placed over the shoulder; b) Head Up collar with an A-shape support,
frontal view.
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severity of the disease using the ALS Functional Rating Scale - Revised
(ALSFRS-R), a validated clinical scale ranging from 48 (best) to 0
(worst) (Cedarbaum et al., 1999).
2.2. Experimental protocol
Data were collected within a hospital setting (Royal Hallamshire
Hospital, Sheﬃeld, UK). Participants were asked to perform a series of
active head movements while sitting on a chair (or in their own
wheelchair). They were instructed to start from a neutral position (NP,
maintaining an upright head position and looking forward), then per-
form an extension (E), a ﬂexion (F), an axial rotation (AR, both on the
left and right side) and a lateral ﬂexion (LF, both on the left and right
side) of the head, moving it as far away as possible from NP. Each of
these movements can be considered as the combination of two phases:
phase 1, from NP until the neck had reached the end of the possible
range of movement and phase 2, from the end position back to NP.
Those two phases were identiﬁed and analysed separately on the as-
sumption that they involve diﬀerent group of muscles.
Before the actual experiments, participants performed the whole
range of active head movements at least once to familiarize themselves
with the test procedure and to stretch the neck muscles. In the same
session, they were ﬁtted with a Head Up collar by a trained operator
(over two years of experience), as per their individual need. The pa-
tients were ﬁrst asked to indicate which area of the neck (frontal,
posterior, lateral) they felt required support and to describe the
movements they were limited in performing. The supports needed to
sustain those areas and movements were applied to the snood base and
patients were then asked to repeat whole range of active head move-
ments wearing the Head Up collar. If needed, diﬀerent conﬁgurations of
the supports were tried, until the plwALS considered the Head Up collar
was oﬀering the support they preferred. The number and type of sup-
ports used by each participant are summarized in Table 1.
Participants were asked to perform three repetitions of each
movement, both with and without the Head Up collar, if able to,
otherwise to stop once they felt too tired to complete the task. The order
in which the two batches of the three trials were performed by the
patients was randomized. Trials with and without the Head Up collar
were not mixed to reduce the burden to the patients associated with
repeatedly taking-oﬀ of the Head Up and to avoid changes in its ﬁtting.
Two Inertial magneto units (IMUs, OPAL, APDM Inc., USA, sam-
pling frequency 128 samples/s) were ﬁrmly attached to the forehead
and sternum of each participant, using double-sided tape. Each IMU
uses a tri-axial accelerometer to measure the linear acceleration, a tri-
axial gyroscope to measure the angular velocity and a tri-axial
magnetometer to measure the sensor orientation. These have been de-
monstrated to be suitable for the assessment of neck kinematics and
quantitatively assess neck functional limitation in patients with ALS
(Pancani et al., 2017). The alignment of the two sensors reference frame
was performed through a functional calibration procedure, extensively
described in previous studies (Duc et al., 2013), during which the
participants were required, while sitting, to perform a series of ﬂexions
of their trunk.
2.3. Data processing
All data were processed in MATLAB (R2015a, Mathworks Inc.,
Natick, MA, USA). Data were ﬁltered using a 4th order zero-lag
Butterworth ﬁlter with a cut-oﬀ frequency of 10 Hz (Pancani et al.,
2017). The sternum accelerations and angular velocities were sub-
tracted from those at the head, to identify and exclude from the analysis
those movements of the head that were only a consequence of move-
ments of the trunk (details available in Pancani et al. (2016, 2017)).
For each movement, the two phases 1 and 2 previously described
were diﬀerentiated by detecting the instant when the angular velocity
signal crossed the zero value, which coincides with the moment when
the direction of a movement is reversed (see Fig. 2).
The mean angular velocity (ωm) was calculated by averaging the
signal recorded by the tri-axial gyroscope over the duration of the
movement. The Ratio of Movement Coupling (RMC) was then calcu-
lated using the following equation (Pancani et al., 2017):
=
+
RMC
A A
A
,
j k
i (1)
where i is the axis perpendicular to the plane where the primary
movement is performed, j and k are the other two main anatomical axes
and Ai, Aj, and Ak are the areas under the angular velocity time-curves
measured along those axes.
The RMC has been proven to be a viable parameter to quantify the
presence of coupled movements (Pancani et al., 2017) in patients with
ALS.
2.4. Statistical analysis
The repeatability of the ωm and RMC values over the three trials was
veriﬁed, for both conditions, by using a two-way random interclass
correlation coeﬃcient (ICC (2, 1)) for a single measurement (Shrout
and Fleiss, 1979). According to the literature, ICC values were inter-
preted as: good > 0.75, moderate 0.4–0.75 and poor < 0.4 (Fleiss
et al., 2003).
Table 1
Participants' characteristics: age, gender, ALSFRS-R score (0–48) at the time of recording, months from the diagnosis, orthosis currently used, number and type of
Head Up collar supports used, and head movements performed. All = participant performed: extension, ﬂexion, axial rotation and lateral ﬂexion. y= yes, n= no.
Participant (P) Age (years) Gender ALSFRS-R
score
Time from diagnosis
(months)
Cervical orthosis currently
used
Head Up collar: number and type of
supports used
Head movements
1 69 F 30 11.5 Soft Orthosis 2 frontal Z-shape All
2 74 M 13 49 NA 2 frontal Z-shape,
2 lateral
All
3 69 M 44 1.5 Headmaster 2 frontal Z-shape All
4 63 F 18 36.5 NA 2 posterior All
5 58 F 43 34.5 NA 2 frontal Z-shape All
6 53 F 22 2.5 Headmaster 2 frontal Z-shape,
2 lateral
All
7 69 M 23 18 Soft Orthosis 2 frontal Z-shape All
8 53 F 34 10 Soft Orthosis no supports, only snood All
9 65 M 19 36 Soft Orthosis 2 frontal Z-shape All
10 74 M 17 59 Soft Orthosis 2 posterior All
11 50 F 23 57 Soft Orthosis 2 frontal Z-shape No ﬂexion without
orthosis
12 45 M 18 36 NA 2 frontal Z-shape All
13 63 M 36 45 NA No supports, only snood All
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To assess the eﬀect of the orthosis, a ﬁrst level of analysis was
performed by averaging, for each movement, the values obtained in its
three repetitions. Diﬀerences between the parameter measured with
and without the Head Up collar were assessed by using a paired t-test or
a Mann-Whitney U test, according to the normality or non-normality of
data, as veriﬁed using a Shapiro-Wilk test. In both cases, statistical
signiﬁcance was set at an alpha level of 0.05. Cohen's d was calculated
as an indicator of the eﬀect size. The eﬀect size was considered negli-
gible when d≤ 0.2, small when 0.2 < d≤ 0.5, medium when
0.5 < d≤ 0.8 and large when d > 0.8 (Cohen, 1977). A second level
analysis was carried out by looking in detail at the RMC values mea-
sured during the three repetitions for each subject and for each move-
ment.
3. Results
The group was characterized by a high variability in terms of age,
time from diagnosis and progression of the disease (Table 1). The
adopted conﬁguration of the Head Up collar also diﬀered among par-
ticipants, ranging from a minimally restrictive (snood only) to a highly
supportive setting (2 frontal and 2 lateral supports). The most fre-
quently used supports were the two frontal Z-supports, chosen by 9
participants. ICC for the RMC was good in all movements except in LF1
when performed without orthosis and in AR2 and LF1 when performed
with the Head Up collar (Table 2). For those movements, a moderate
ICC was observed. Similarly, for ωm, an ICC moderate to good was
observed (Table 2).
Fig. 3 shows the angular velocity (ωm) results. Since the data were
normally distributed, the diﬀerences between movements performed
with and without the Head Up collar were assessed using a t-test, using
the average value among the three repetitions of each movement. As
shown in the graph, no evident trend could be observed, and no dif-
ferences were found between the two groups.
Fig. 4 shows the average value of RMC among three repetitions, for
movements performed with and without the Head Up collar. Mann-
Whitney U test was used for comparison since data were not normally
distributed. Outliers, displayed as circles in the graph, are those values
between 1.5 and 3 times the interquartile range, represented by the
high of the box. Extreme outliers, displayed as stars, represent cases
that have values more than three times the interquartile range. In Fig. 4,
labels associated with outliers and extreme outliers, hence indicate
those participants that showed RMC values distant from the median of
the observed sample. A reduction in the number of outliers, and a
consequent reduction in RMC values for those that showed the higher
impairment in performing the movement, was observed in all move-
ments executed with the Head Up, except in AR. A signiﬁcant reduction
of coupled movements was observed in LF back to the neutral position
(LF2, P=0.013, d=0.72). Comparison between other movements
showed a small (F1: d=0.20, F2: d=0.26, AR1: d=0.22, LF1:
d= 0.30) or negligible (E1: d= 0.18, E2: d=0.16, AR2: d=0.1) ef-
fect size.
Fig. 5 details the eﬀects of the use of speciﬁc supports, showing the
RMC values measured with and without the Head Up collar only for
those participants (P) who had their orthosis ﬁtted with two frontal Z-
shape supports (i.e. the most common conﬁguration). These two sup-
ports are expected to aﬀect only the frontal and lateral ﬂexions: the Z-
shape supports are expected to sustain and slow down the head when
moving forward by pulling it from the jaw, and to help it to rise from a
frontal ﬂexion by oﬀering a push. Similarly, when performing LF1 and
LF2 the Z-shape supports are expected to work as footholds, sustaining
the weight of the head and reducing the load to be compensated by the
neck muscles. Not all patients managed to perform three repetitions of
each movement, mainly due to excessive fatigue. In particular, patients
1, 9 and 11 were able to execute only two repetitions of the F1
movement while wearing the Head Up collar. Patients 7 and 9 experi-
enced excessive fatigue and were only able to complete 2 repetitions of
all F2 tasks.
The use of the Head Up collar was beneﬁcial for P5 and P12, for
whom out of plane movements were reduced when performing F1.
Similarly, P12 showed improved control of the head movement also in
performing F2. The positive support to ﬂexion oﬀered by the Head Up
collar was evident for P11, who was able to perform both F1 and F2
only when wearing it. Only P1, on the contrary, had higher RMC, and
hence worse head control, in both F1 and F2 when wearing the Head
Up.
Concerning LF, a lower RMC was found in P9 and P12 when per-
forming LF1 with the Head Up collar, while a higher value was ob-
served in P7 in the same condition. Finally, P9, P11 and P12 showed an
improvement toward the reduction of out of plane movements, when
performing LF2 with the Head Up.
Fig. 2. Full extension movement (from and back to the Neutral Position) performed by a young healthy individual (a) and a patient with ALS (b). E1: movement from
neutral position, E2: movement back to neutral position. 2a shows a predominance of the angular velocity along the z axis, consistent with the fact that the movement
occurs entirely in the sagittal plane. In 2b, this predominance is less deﬁnite and components of the angular velocity along x and y axes are observed as a reﬂection of
coupled movements occurring in the other anatomical planes.
Table 2
ICC values for the ratio of movement coupling (RMC) and mean angular velo-
city (ωm) measured without and with the Head Up collar in the extension (E)
ﬂexion (F), axial rotation (AR) and lateral ﬂexion (LF) movements. 1: move-
ment from neutral position; 2: movement back to neutral position.
ICC RMC ωm
Without Head Up
collar
With Head Up
collar
Without Head Up
collar
With Head Up
collar
E1 0.85 0.78 0.57 0.72
E2 0.88 0.88 0.66 0.52
F1 0.95 0.92 0.65 0.87
F2 0.97 0.94 0.59 0.55
AR1 0.92 0.92 0.61 0.76
AR2 0.83 0.69 0.69 0.71
LF1 0.68 0.57 0.69 0.80
LF2 0.83 0.78 0.87 0.80
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4. Discussion
Poor control of active head movements with the presence of coupled
movements has recently been described in plwALS (Pancani et al.,
2017). The aim of this study was to verify whether the use of the Head
Up collar, speciﬁcally designed for plwALS, could compensate for this
poor control without limiting the natural movement velocity. This was
achieved through a quantitative assessment.
Even if preliminary, the results achieved through the quantitative
functional evaluation approach proposed in this study are certainly
encouraging. Participants' movements exhibited a better repeatability
in terms of RMC compared to movement velocity. Experimental mea-
surements obtained highlight and quantify the heterogeneity that
characterized the participants who exhibited diﬀerent RMC values
when performing the head movements, and diverse levels of impair-
ment were observed for the same subject in performing diﬀerent
movements. An example is represented by P11: although having a good
control of the movement in LF (Fig. 5c and d), P11 was not able to
perform F without being supported by the Head Up collar (Fig. 5a and
b). This heterogeneity in muscle weakness and functional compromise
is consistent with that described more generally within the wider ALS
population (McDermott and Shaw, 2008). It also reinforces the need for
personalized interventions, aimed at oﬀering support, according to the
speciﬁc needs of the individual. The assessment approach adopted in
this study provided repeatable and reliable information about the ex-
ecution of head movements. This quantitative information may be used
to unveil important characteristics of the patients' movement strategy,
which might not be caught by a traditional qualitative assessment. This
paves the way for the development of clinical evaluation methods
aimed at monitoring the disease progression and/or assessing the ef-
fectiveness of an intervention. Understanding which movements are
impaired (for example frontal ﬂexion rather than extension) and to
what extent, may guide the choice of a cervical orthosis or, in the case
of the Head Up collar, of the supports needed for a more eﬀective and
patient speciﬁc ﬁt.
The natural velocity of the movements was not aﬀected by the Head
Up collar; with the angular velocity remaining as high as when the
movements were performed without it. This can be certainly regarded
as a positive result as in general the velocity has a signiﬁcant functional
relevance and its decline is normally undesirable.
The quantiﬁcation of the movement coupling (RMC) demonstrated
that the major improvement associated with wearing the Head Up was
in the control of LF movement when returning to NP. The positive
impact of the Head Up collar on this movement was likely generated by
the frontal supports used, characterized by a “Z” shape and attached
below the jaw (Fig. 1a). These supports were designed to sustain and
guide the head in performing a frontal ﬂexion while oﬀering a lateral
support base, below the jaw, that facilitates the lateral ﬂexion. Fur-
thermore, a reduction in the number of outliers was observed in
movements executed with the Head Up collar, as can be observed for
patient 2 in performing E1, E2 and F1 and for patient 6 in performing
LF2, indicating that those patients who started from a higher level of
Fig. 3. Mean angular velocity (ωm) values measured
in the extension (E) ﬂexion (F), axial rotation (AR)
and lateral ﬂexion (LF) movements (1: movement
from neutral position; 2: movement back to neutral
position) when performed without and with the Head
Up collar. Values are presented through their mean
and standard deviation. Statistical comparison is not
reported since the diﬀerences were never signiﬁcant.
Fig. 4. Ratio of movement coupling (RMC) values
measured in the extension (E) ﬂexion (F), axial rota-
tion (AR) and lateral ﬂexion (LF) movements (1:
movement from neutral position; 2: movement back to
neutral position) when performed without and with
the Head Up collar. Values are presented through the
median, upper and lower quartiles and upper and
lower extremes. Outliers and extreme outliers are re-
presented by circle and stars, respectively. Number
above the outlier indicates the patient associated to
that value. (*) Level of signiﬁcance for the diﬀerence
between trials performed without and with the Head
Up collar < 0.05.
S. Pancani et al. &OLQLFDO%LRPHFKDQLFV²

impairment were also those who beneﬁtted the most from wearing the
collar. As the ﬁtting of the Head Up was based only on the patients'
preference and feedback some participants were given supports that
they might not have really needed. P7, for example, requested frontal
supports although his ability to perform F and LF movements was not
compromised (Fig. 5). This observation was conﬁrmed also for other
conﬁgurations and movements: P4 requested posterior supports, al-
though her results indicated that she was signiﬁcantly impaired in
performing LF (Fig. 4) and might have beneﬁted more from the use of
supports placed under the jaw. Finally, P2 did not ask for posterior
supports, although he exhibited poor control when performing E
(Fig. 4). These results and considerations clearly indicate that a ﬁtting
of the Head Up collar based on a combination of a quantitative func-
tional assessment of the patients and their preferences would likely
further improve the eﬃcacy of the intervention. Additional studies are
of course needed to verify this hypothesis.
The reported results, despite having been obtained from a relatively
small number of participants, which represents a limitation of this
work, are encouraging in relation to the use of the Head Up collar in
plwALS aﬀected by neck muscle weakness. The absence of a randomi-
zation in the order of the trials might represent a limitation of this
study, since plwALS easily experience muscular fatigue. This may have
aﬀected the trials with the collars. Further work is needed to verify this
hypothesis. A further limitation of this study is the lack of a detailed
evaluation of neck muscle strength. At screening, a brief assessment was
performed to identify if at least one muscle exhibited weakness (MRC
score < 5). A more comprehensive muscle testing would enable an
informative comparison with data obtained from inertial sensors and is
an aim for future work.
In addition, we asked the participants to wear the Head Up collar for
about 30min, which corresponds to the time required to complete the
protocol, since we were interested in assessing the immediate response
to the intervention. Reported results therefore do not account for pos-
sible discomfort or changes in the response coming from wearing the
orthosis for an extended amount of time, which was evaluated in a
previous study (Baxter et al., 2016).
5. Conclusions
In this preliminary evaluation, the Head Up collar was eﬀective in
enabling more controlled head movements for plwALS. As per any or-
thosis, a key factor for the eﬀectiveness of the Head Up collar appears to
be the need for a ﬁtting based on the functional assessment of the pa-
tients in addition to their preference. After evaluating which move-
ments are impaired and to what extent, an informed and objective
decision can be made about the choice of the orthosis and its conﬁg-
uration. The chosen functional assessment parameters (RMC and an-
gular velocity) have been shown to be valuable in assessing the func-
tional limitations of neck movement and in evaluating the beneﬁt of an
orthoses. This approach may have value when applied to other areas of
the body to evaluate impairment and subsequently eﬀectiveness of any
intervention which aims to improve the eﬃciency of a movement.
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Fig. 5. RMC values measured in the three trials performed without orthosis (grey squares) and the three trials performed with the Head Up collar with two frontal Z-
shape supports (green diamonds). Movements reported are Flexion (F): from neutral position (a) and back to neutral position (d) and Lateral Flexion (LF): from
neutral position (c) and back to neutral position (d). (For interpretation of the references to colour in this ﬁgure legend, the reader is referred to the web version of
this article.)
S. Pancani et al. &OLQLFDO%LRPHFKDQLFV²

Research Centre. PJS is supported as an NIHR Senior Investigator. The
views expressed are those of the author(s) and not necessarily those of
the EPRC, NHS, the NIHR or the Department of Health.
References
Baxter, S., Reed, H., Clarke, Z., Judge, S., Heron, N., Mccarthy, A., Langley, J., Stanton, A.,
Wells, O., Squire, G., Quinn, A., Strong, M., Shaw, P.J., Mcdermott, C.J., 2016.
Evaluating a novel cervical orthosis, the Sheﬃeld support snood, in patients with
amyotrophic lateral sclerosis/motor neuron disease with neck weakness. Amyotroph.
Lateral Scler. Frontotemporal Degeneration 8421 (March), 1–7.
Brooks, B.R., 1994. El Escorial World Federation of Neurology criteria for the diagnosis of
amyotrophic lateral sclerosis. Subcommittee on motor neuron diseases/amyotrophic
lateral sclerosis of the world federation of neurology research group on neuromus-
cular diseases and th. J. Neurol. Sci. 124 (Suppl. 1), 96–107.
Cedarbaum, J.M., Stambler, N., Fuller, C., Hilt, D., Thurmond, B., Nakanishi, A., BDNF
ALS Group Study (Phase III), 1999. The ALSFRS-R: a revised ALS functional rating
scale that incorporates assessments of respiratory function. Neurol. Sci. 169, 13–21.
Cohen, J., 1977. Statistical Power Analysis for the Behavioural Sciences. Academic Press,
New York.
Duc, C., Salvia, P., Lubansu, A., Feipel, V., Aminian, K., 2013. A wearable inertial system
to assess the cervical spine mobility: comparison with an optoelectronic-based mo-
tion capture evaluation. Med. Eng. Phys. 36 (1), 49–56.
Fleiss, J.L., Levin, B., Cho Paik, M., 2003. Statistical Methods for Rates and Proportions,
3rd edn. John Wiley & Sons, Inc, Hoboken, NJ.
Gourie-Devi, M., Nalini, A., Sandhya, S., 2003. Early or late appearance of “dropped head
syndrome” in amyotrophic lateral sclerosis. J. Neurol. Neurosurg. Psychiatry 74 (5),
683–686.
Hobson, E.V., McDermott, C.J., 2016. Supportive and symptomatic management of
amyotrophic lateral sclerosis. Nat. Rev. Neurol. 12 (9), 526–538.
Martin, A.R., Reddy, R., Fehlings, M.G., 2011. Dropped head syndrome: diagnosis and
management. Evid. Based Spine-Care J. 2 (2), 41–47.
McDermott, C.J., Shaw, P.J., 2008. Diagnosis and management of motor neurone disease.
Br. Med. J. 336, 658–662.
Nakamura, R., Atsuta, N., Watanabe, H., Hirakawa, A., Watanabe, H., Ito, M., Senda, J.,
Katsuno, M., Tanaka, F., Izumi, Y., Morita, M., Ogaki, K., Taniguchi, A., Aiba, I.,
Mizuchi, K., Okamoto, K., Hasegawa, K., Aoki, M., Kawata, A., Abe, K., Oda, M.,
Konagaya, M., Imai, T., Nakagawa, M., Tsuji, S., Kaji, R., Nakano, I., Sobue, G., 2013.
Neck weakness is a potent prognostic factor in sporadic amyotrophic lateral sclerosis
patients. J. Neurol. Neurosurg. Psychiatry 1–7.
Pancani, S., Rowson, J., Tindale, W., Heron, N., Langley, J., McCarthy, A.D., Quinn, A.,
Reed, H., Stanton, A., Shaw, P.J., McDermott, C.J., Mazzà, C., 2016. Assessment of
the Sheﬃeld support snood, an innovative cervical orthosis designed for people af-
fected by neck muscle weakness. Clin. Biomech. 32, 201–206.
Pancani, S., Tindale, W., Shaw, J., McDermott, J., Mazzà, C., 2017. An objective func-
tional characterisation of head movement impairment in individuals with neck
muscle weakness due to amyotrophic lateral sclerosis. PLoS One 12 (1).
Panjabi, M., Hult, J., Crisco, J., White, A., 1992. Biomechanical studies in cadaveric
spines. In: The Lumbar Spine and Back Pain, 4th ed. Churchill Livingstone, London,
pp. 133–155.
Reed, H., Langley, J., Stanton, A., Heron, N., Clarke, Z., Judge, S., McCarthy, A., Squire,
G., Quinn, A., Wells, O., Tindale, W., Baxter, S., Shaw, P.J., McDermott, C.J., 2015.
Head-Up; an interdisciplinary, participatory and co-design process informing the
development of a novel head and neck support for people living with progressive
neck muscle weakness. J. Med. Eng. Technol. 39 (November), 404–410.
Shrout, P.E., Fleiss, J.L., 1979. Intraclass correlations: uses in assessing rater reliability.
Psychol. Bull. 86 (2), 420–428.
S. Pancani et al. &OLQLFDO%LRPHFKDQLFV²

